Predictive models of ethanol concentrations in simulated exhaled breath and exhaled breath condensate under varied sampling conditions

Shih-Fang Chen, Mary-Grace C. Danao

Department of Agricultural and Biological Engineering, University of Illinois at Urbana-Champaign, Urbana, USA
Email: gdanao@illinois.edu

Received 25 June 2013; revised 26 July 2013; accepted 30 July 2013

ABSTRACT

Breath monitoring is a non-invasive, safe, and repeatable approach to determining the respiratory, gastrointestinal, and general health status of humans and other mammals. Breath samples could be detected in two ways—directly sensing exhaled breath (EB) or chilling the EB to obtaining the exhaled breath condensate (EBC). Each has its advantages and disadvantages but they are both affected by different sampling conditions. The dearth of information on how sampling conditions affect the intrinsic properties of biomarkers in breath hinders the use of breath monitoring in clinical use. In this study, ethanol, a potential biomarker of liver function, was chosen as a model biomarker to demonstrate the effect of sampling conditions on different phases and how breath sampling could be standardized by developing predictive models. EB and EBC samples were determined under three simulated breath temperatures, two breath rates, and two condensing temperatures for developing predictive models. Results showed EB samples were affected by breath temperatures and EBC samples were affected by condensing temperatures. Flow rate changes did not have a significant influence on both EB and EBC samples. Final predictive models based on 5 minute sensing time were developed for EB ($R^2 = 0.8261$) and EBC ($R^2 = 0.9471$).

Keywords: Simulated Breath; Exhaled Breath Condensate; Ethanol; Modeling

1. INTRODUCTION

Exhaled breath contains hundreds of metabolic products that may be biomarkers of animal well-being, physiological and enzyme reactions, and the onset of disease. Compared to clinical blood and urine tests, breath monitoring offers several advantages—it is noninvasive, offers a low risk of infection, repeatable, and convenient for long-term clinical monitoring. Breath monitoring is carried out by sensing exhaled breath (EB) in the gas phase directly or passing the EB through a chilled condenser to obtain the exhaled breath condensate (EBC) sample in aqueous phase for further sensing. EB represents the first-hand information in breath and avoids further dilution by water vapor, but it has the difficulties in storage. Hence, immediate sensing is necessary for preventing possible decomposition or contamination reaction. In terms of EBC, researchers have argued that EBC provides better storage options and off-line detection than EB, because both non-volatile organic compounds (non-VOCs) and water-soluble volatile organic compounds (VOCs) are more stable in liquid phase. EBC usually preserves non-VOCs and water-soluble VOCs at trace concentrations, nmol/l to pmol/l (ppbv to pptv) [1]. In clinical studies, 1 - 3 ml of EBC is collected from patients, which takes, on average, 10 - 30 minutes of sampling time [2]. The long sampling time impedes practical application for clinical diagnosis. Generally, a preconcentration step is needed to reach the detection limit of the instrument by removing excess water vapor in the breath sample. Solid-phase extraction (SPE), solid-phase microextraction (SPME) or direct cryofocusing are widely used preconcentration techniques in EBC detection [3,4].

In general, factors that could influence breath biomarker concentrations can be classified into three categories—conditions of subject, sampling conditions, and post analytical processes. Conditions of subject include temperature and pH of airway lining fluid, breathing rate, contamination by upper airways and mouth, and intra-subject diurnal activities [5,6]. Temperature and pH lead to changes in intrinsic properties of biomarkers, such as
its volatility and solubility [7]. Bell and Flack [8,9] reported breath alcohol levels can vary with EB temperatures. Reinhold et al. [10] measured breath pH and carbon dioxide levels and found them to be affected by airflow rate during EBC collection. Schleiss et al. [11] noted hydrogen peroxide concentrations were also flow-dependent, while others reported malondialdehyde and adenosine levels in breath were flow-independent [12, 13].

Sampling conditions are related to condensing temperatures, collection device materials, collection time, dilution, pH of EBC, contamination from ambient air, and cross reactions in EBC matrix [5-7]. Horváth et al. [1] found that lower condensing temperatures stabilized unstable mediators, such as leukotrienes and purines, and the solubility of ammonia was proportional to the sampling temperature. Higher acetone concentrations were found in condensate when a lower condensing temperature (−50°C, −20°C, and 0°C) was applied [14]. For varied sampling times (3 - 20 min), no significant difference was found between pH, concentrations of H2O2, 8-iso-prostan, adenosine, nitrite/nitrate, and malondialdehyde [1,15]. Post analytical processes cover possible pretreatment procedure (e.g. preconcentration, separation), reference standard using in quantification device (e.g. mass spectrometry), and validation method [5].

The objectives of this study were to determine the effects of varied sampling conditions, such as breath temperatures, flow rates and condensing temperatures, in EB and EBC sensing and to develop the predictive models. Ethanol was chosen as the model biomarker in this study. Ethanol levels in breath are associated with intake of carbohydrate (e.g., glucose) and overgrowth of bacteria or yeast in the digestive system. Ethanol and acetone are also presumed biomarkers to determine blood glucose level [16]. Risby [17] and Cope et al. [18] determined that the regulation of gut bacteria and obesity in mice were correlated to breath ethanol.

2. MATERIALS AND METHOD

2.1. Reagents

Alcohol oxidase (AOX, E.C. 1.1.3.13, 30 U/mg protein) from Pichiapastoris was purchased from Sigma Aldrich (St. Louis, MO). Bovine serum albumin (BSA, 96% w/w), glutaraldehyde (25% w/w), potassium phosphate monobasic, methanol (99.8% w/w) and ethanol (99.5% w/w) were of analytical reagent grade and purchased from Sigma-Aldrich (St. Louis, MO). Potassium phosphate buffer solutions (100 mM, pH 7.4) were prepared using deionized water and stored at 4°C until use. Immediately before testing, ethanol solutions were prepared in potassium phosphate buffer solution to hold a neutral pH condition.

2.2. Breath Output Simulator

A breath output simulator (Figure 1) was designed and built to simulate the expiration of breath biomarkers [19]. A volume of compressed air was humidified by bubbling it through an aqueous solution containing one of the chosen biomarker. The humidified air exiting the bubbler was considered as the simulated exhaled breath.

Flow rate (V) was manually controlled using a valve and measured using a shielded flow meter (GF-1260 and GF-1360, Gilmont, Barrington, IL). In general, exhaled breath flows through the trachea of a healthy person under laminar conditions and the Reynolds number is estimated to be around 1600 to 2000 [20,21]. The Reynolds

![Figure 1](image_url). The breath output simulator was used to simulate exhaled breath by humidifying compressed air using an aqueous solution of a biomarker. The concentrations of the biomarkers in the simulated exhaled breath sample were measured amperometrically at the gas phase and condensed (liquid) using enzyme-coated electrodes.
number of the simulated exhaled breath in this study was set at 957 and 1833 to simulate laminar conditions for average, healthy individuals. The simulated breath was maintained at saturated conditions (≈95% relative humidity) through the bubbler, which was monitored using a humidity sensor (HHI-4000, Honeywell Sensing and Control, Valley, MN). The bubbler was submerged in a water bath (Digital One, Thermo Scientific, Newington, NH) and the temperature ($T_b$) was adjustable to 295, 307, 310, and 315 K. The temperature of the humidified air was monitored using a datalogging thermometer (HH3 09A, MEGA Engineering, INC., Stamford, CT). These temperatures corresponded to room temperature, exhaled breath temperature from the mouth, blood and alveolar air temperature, and extremely high fever temperature that can cause brain damage [22-24]. The simulated exhaled breath either passed through a chamber for vapor phase sensing or was delivered to a condenser to cool it down to 274 K or 256 K in an ice bath. The latter condition was achieved using a condenser bath containing 1:8 weight ratio of sodium chloride and ice mixture. Sodium chloride was purchased from Sigma-Aldrich (St. Louis, MO). The condensate was collected in 10 minutes to obtain 105 - 700 μl samples depending on the simulated exhaled breath temperature. Aqueous solutions of ethanol were prepared to deliver 4, 5, and 7.5 ppm of ethanol vapor in the simulated breath output of the bubbler.

## 2.3. Henry’s Law

The vapor concentrations of the biomarkers in the simulated exhaled breath can be calculated using Henry’s law. Henry’s law describes the solubility of a compound at a constant temperature. The amount of gas dissolved in an aqueous phase is directly proportional to the partial pressure of that gas in equilibrium with the aqueous solution with Henry’s law constant $k_H$ also varies with temperature:

$$k_{H,T_i} = k_{H,T_i} \times \exp \left[ \frac{\Delta_{soln} H}{RT} \left( \frac{1}{T_2} - \frac{1}{T_1} \right) \right],$$

(3)

where $\Delta_{soln} H$ is the enthalpy of solution; $R$ is the universal gas constant, 8.314 J/K·mol; $T_1$ is the temperature under standard condition (298.15 K); and $T_2$ is the sample temperature. From empirical results [26], $k_{H,T_i}$ is 184 M/atm and $\Delta_{soln} H/R$ is 6500 K at 298.15 K for ethanol, respectively. Based on the $k_{H,T_i}$ and $\Delta_{soln} H/R$ values, aqueous ethanol was prepared and used as stock solutions in the bubbler to produce expected amount of concentrations of biomarkers. The conversion between aqueous phase and gas phase were calculated under standard conditions (298.15 K, 1 atm).

## 2.4. Sensor Preparation and Amperometric Measurements

The Screen-printed carbon electrode (SPCE), DRP-410, purchased from Metrohm USA Inc. (Riverview, FL), was composed of three parts a carbon-based working electrode containing cobalt phthalocyanine (CoPC) (12.56 mm²) as electrochemical mediator, a counter electrode made of carbon paste (1.45 mm²), and a reference electrode (2.2 mm² area) made of silver paste (2.2 mm² area) made of silver paste. H2O2 was the byproduct from ethanol oxidation reaction and it was oxidized and measured through the oxidation of 2Co⁺ to Co²⁺ (Figure 2).

A portable USB potentiostat (WaveNow, Pine Research Instrumentation, Raleigh, NC) was used to measure...
ure the redox reaction occurring on the sensor surface. In preliminary tests, H$_2$O$_2$ showed a cathodic (reduced) peak around +400 mV vs. Ag (reference electrode), resulting in a linear response to increasing concentrations (Figure 3). For vapor phase measurements, the electrode was exposed to ambient air for a period of 30 s prior to coating the electrode with 20 μl of 100 mM potassium phosphate buffer. After an additional 30 s, the electrode was inserted into the sensing chamber and the amperometric response for the simulated exhaled breath sample was recorded in 10 min. Similarly, for condensate phase measurements, the electrode was exposed to ambient air for 30 s prior to coating the electrode with 50 μl of condensate sample. The signal was processed according to the procedure described earlier by Chen and Danao [19].

2.5. Predictive Model Selection

Current responses were determined to be a function of biomarker’s concentration from source and sampling condition variables (Equation (4)).

$$I_{Ct, min} = f(C_{T}, source, T_b, V, T_c), \quad (4)$$

initial models, which included each sampling parameters and the two-way interaction terms, were tested through a model selection process using Akaike’s information criterion (AIC) or cross validation (CV). AIC, which was first published by Hirotugu Akaike in 1974, is used for comparing nested model and provided a criterion to choose the best compromised model between the goodness of fit and the numbers of parameters included in the model based on the theories of maximum likelihood, information and entropy [27]. AIC is calculated as:

$$AIC = -2 \ln (L) + 2k, \quad (5)$$

where $L$ is the maximized likelihood of the estimated model; $k$ is the number of parameters in the model. Cross validation, which was also one means of prediction error estimation, was carried out by the $k$-fold validation, which was also one means of prediction error estimation, was carried out by the $k$-fold cross validation. The original dataset was partitioned into $k$ fold nearly equally and $k = 10$ was commonly used in the field of data mining [28]. $(k - 1)$ fold was randomly chosen in a certain times of iterations to serve as a training set to develop a predictive model and the remaining one fold was used as a test set for validating the predictive model. In each iteration, the sum of mean squared error in the test set was calculated. By comparing the values, the model with a minimum sum of mean squared error was pursued further in developing the predictive models.

Models selected by AIC and CV were subjected to a multifactor analysis of variance (or factorial ANOVA) that contained factors of vapor concentrations of ethanol ($C_v$, ppm), temperatures of the simulated exhaled breath from the bubbler ($T_b$, K), breath rates ($V$, liter per minute (LPM)), condensing temperatures ($T_c$, K) in condensate sensing. In each case, three replications were taken in each test. The sensing duration was 5 minutes. All the statistical analyses were computed in R environment (version 2.11). The final predictive models were chosen in consideration of a shorter sensing duration and a bigger $R^2$ (Figure 4).

3. RESULTS AND DISCUSSION

3.1. Breath Temperatures ($T_b$)

Current measurements due to ethanol vapor and condensate typically increased linearly as $C_v$ increased (Figure

![Figure 3](https://example.com/image3.png)

**Figure 3.** The amperometric response increased linearly with increasing levels of the byproduct, H$_2$O$_2$, from ethanol oxidation.

![Figure 4](https://example.com/image4.png)

**Figure 4.** Compromised models between the goodness of fit and the numbers of parameters included in predictive models were chosen through AIC and CV model selection processes.
Flow rate in this test was set at 3.438 LPM (Reynolds number = 957) and the condensing temperature was 274 K. Three replications were measured for each condition of vapor and condensate samples. One replication was conducted for stock solution. Error bars and dashed lines represent ± one standard error (S.E) and linear regression results, respectively. In general, the higher the \( T_b \), the lower the current response derived for the same \( C_v \). The results were possibly due to further water condensation with increasing \( T_b \). Moreover, higher current responses were found in the results from 10 min sensing duration compared to 5 min sensing duration for vapor samples, but the effect was not seen with condensate samples. Additionally, current responses for condensate samples were higher than the current responses for vapor and stock solution after 5 min of sensing (Figure 5). When the sensing time was extended to 10 min, vapor samples had the highest current responses, followed by condensate and stock solution, respectively.

Ethanol molecules in the vapor were present as aerosol particles that randomly deposited on the sensor surface. As sensing duration increased, the chances of aerosol deposition increased. With the condensate sample, the composition was fixed after collection by directly drop-coating the sensor with the condensate sample. Hence, a shorter sensing duration was needed in condensate sensing.

The current responses for the stock solution were lower than those for vapor and condensate samples. Since the boiling point of ethanol is 78.4°C, which is lower than the boiling point of water and water-based solvents (100°C), ethanol readily evaporated in the bubbler than water and higher levels of ethanol were detected in both vapor and condensate samples.

### 3.2. Breath Rates \( (\dot{V}) \)

The breath temperature in this test was set at 310 K and the condensing temperature was 274 K. Whether the sensing durations or flow rate changed, current responses presented comparable values in condensate samples. Although higher current responses were measured at the higher flow rate for vapor samples (Figure 6), but the responses were not statistically different \( (p_{5\text{ min}} = 0.355, p_{10\text{ min}} = 0.518) \).

### 3.3. Condensing Temperatures \( (T_C) \)

The breath temperature in this test was set at 310 K and the flow rate in this test was set at 3.438 LPM (Reynolds number = 957). In condensate sensing, lower current responses were measured for samples collected from lower condensing temperature at \( T_C = 256 \text{ K (−17°C)} \) (Figure 7). The melting point of ethanol is \(-114°C\) which is much lower than 0°C, the melting point of water. Therefore more water was condensed than ethanol and a diluted sample was collected. However, no statistically signifi-
Figure 7. Condensate sampled from $T_C = 256$ K had a lower current response than it sampled from $T_C = 274$ K.

cant difference was found ($p_{5 \text{ min}} = 0.522, p_{10 \text{ min}} = 0.540$).

3.4. Predictive Model Development

Breath sampling and measurement could be viewed as a three-part process (Figure 8). First, the breath output simulator produced the selected concentrations of ethanol, $C_{V,\text{source}}$, that were estimated from Henry’s law. $C_{V,\text{source}}$ could be expressed as a function of Henry’s law constant, $k_{H,T_b}$, and the partial pressure of the solute in the gas above the solution, $P$. $k_{H,T_b}$ is a function of $k_{H,T=298.15\text{ K}}$, $\Delta_{\text{soln}} H$, and $1/T_b$ (Equation (3)). Since $k_{H,T=298.15\text{ K}}$ and $\Delta_{\text{soln}} H$ are empirical values from previous studies (Sandy, 1999), $k_{H,T_b}$ could be simplified to be the function of $1/T_b$ only while $P$ is directly proportional to flow rate $V$. Consequently, $C_{V,\text{source}}$ is expressed as

$$C_{V,\text{source}} \sim f\left(\frac{1}{T_b}, V\right),$$

(6)

secondly, the sampling conditions, which are of great importance for solubility of biomarkers, were affected by the concentrations ($C_{V,\text{source}}$) and the temperature ($T_b$) of samples from the source. $T_b$ was found to have a negative correlation with sample concentration ($C_{C,\text{sample}}$). A higher flow rate ($V$) resulted in a higher pressure that increased the solubility of the sample in general. A direct proportion was assumed between $V$ and $C_{V,\text{source}}$. The temperature drop ($\Delta T$) between the simulated breath and the vapor sensing chamber in vapor sampling, and the condensing temperature ($T_C$) also contributed to $C_{V/C,\text{sample}}$ by the varying condensing conditions. Large $\Delta T$ favored water vapor condensation and caused further dilution to $C_{V/C,\text{sample}}$. Hence, $\Delta T$ was inversely proportional to $C_{V/C,\text{sample}}$. Accordingly, the functions of $C_{V/C,\text{sample}}$ were derived as:

Vapor: $C_{V,\text{sample}} \sim f\left(C_{V,\text{source}}, \frac{1}{T_b}, \frac{1}{\Delta T}, V\right)$, (7)

Condensate: $C_{C,\text{sample}} \sim f\left(C_{V,\text{source}}, \frac{1}{T_b}, T_c, V\right)$, (8)

Lastly, in consideration of sensing system (mainly biosensors), output signals were directly proportional to concentrations of the analyte. When an enzyme was involved in the reaction, it was necessary to control the effect of enzyme loading, enzyme kinetics, the thickness of enzyme layers (a key factor in the rate of mass transfer), and the conditions of enzyme immobilization processes that affect the retention of enzymatic activity. Furthermore, manufacturing errors—the uniformity of the sensor coating (e.g. the percentage of each reagent element in the paste), the thickness of the layer, and the size of reaction area were possible sources of signal noise and instability of the amperometric signals from the SPCEs. In this project, errors due to enzymeimmobilization and electrode were minimized by preparing all biosensors similarly. The SPCE from Metrohm USA Inc. (Riverview, FL) were assumed to hold a good uniformity. As a result, sensor responses which were current responses, $I_{C,\text{sample}}$ were only affected by the concentrations of the collected samples $C_{C,\text{sample}}$:

$$I_{V/C,\text{sample}} \sim f\left(C_{V/C,\text{sample}}\right),$$

(9)

Final models (Table 1) were developed for specific sensing time in 5 min and the full sensing duration in 3-10 min. In specific sensing time (5 min), Ethanol concentrations in EB samples were only affected by the $T_b$ negatively. For EBC samples, only $T_b$ had significantly positive influence on the concentrations and the changes of $T_b$ and $V$ were not made significant differences. For full time (3-10 min) models, additional parameters and interaction terms were included in the models to better...
explain the change of current response with different time period. Higher complexities in full time models resulted in lower $R^2$ values ($R^2 = 0.6706$ in ethanol EB, $R^2 = 0.8878$ in ethanol EBC) compared to models based on specific sensing times ($R^2 = 0.8261$ in ethanol EB, $R^2 = 0.9471$ in ethanol EBC). In addition, EB models were less accurate than the EBC models, respectively. It also demonstrated that vapor sensing was more unstable and more challenging than condensate sensing.

4. CONCLUSION

Ethanol can be successfully detected by using a mediated SPCE and cooperating with immobilized alcohol oxidase in amperometric measurements. Three sampling conditions—breath temperatures, breath rates and condensing temperatures were tested. In both EB and EBC, the concentration of collected ethanol samples were more concentrated than the concentration from the source because the boiling point of ethanol was lower than that of water in the breather and was easier to vaporize. Higher $T_b$ and lower $T_C$ had lower current responses, which indicated less concentration of ethanol was detected, due to the water vaporization and condensation. Increasing flow rate and sensing duration did not significantly affect the ethanol concentration in condensate, but increased the ethanol concentration in vapor sensing. Higher regression results were shown in EBC predictive models ($R^2 = 0.9471$ in 5 min and $R^2 = 0.8878$ in full time) than EB predictive models ($R^2 = 0.8261$ in 5 min and $R^2 = 0.6706$ in full time).

5. ACKNOWLEDGEMENTS

This work was supported by NIFA (HATCH) Project No. ILLU-741-314 “Monitoring the health of livestock via breath analysis: development of sampling and sensor array technologies.”

REFERENCES


Table 1. Predictive models for EB and EBC.

<table>
<thead>
<tr>
<th>Type of Analyte</th>
<th>Model Selection</th>
<th>$R^2$</th>
<th>Predictive Model</th>
</tr>
</thead>
<tbody>
<tr>
<td>Ethanol in EB</td>
<td>AIC</td>
<td>0.8261</td>
<td>$I_{e,\text{max}} = \frac{-20.7}{T_b} - 0.7213C_T + 267.42 \frac{C_T}{T_b}$</td>
</tr>
<tr>
<td>5 min</td>
<td>AIC</td>
<td>0.6706</td>
<td>$I_{e,\text{min}} = 14.03 - 1.16 \frac{4064}{T_b} - 412.8 \frac{0.22V}{T_b} - 0.98C_T + 348.8 \frac{1}{T_b} + 0.036 \frac{1}{T_b}$</td>
</tr>
<tr>
<td>Ethanol in EB</td>
<td>AIC/CV</td>
<td>0.9471</td>
<td>$I_{e,\text{max}} = 0.0000021T_b - 0.00264C_T + 0.0000125T_b \times C_T$</td>
</tr>
<tr>
<td>5 min</td>
<td>AIC/CV</td>
<td>0.8878</td>
<td>$I_{e,\text{min}} = 0.003x + \frac{2.59}{T_b} - 0.0000135T_b$ + 0.00162T_b + 0.000113x + 0.000143x \times C_T$</td>
</tr>
<tr>
<td>Ethanol in EB</td>
<td>AIC/UV</td>
<td>0.8878</td>
<td>$I_{e,\text{min}} = 0.003x + \frac{2.59}{T_b} - 0.0000135T_b$ + 0.00162T_b + 0.000113x + 0.000143x \times C_T$</td>
</tr>
<tr>
<td>3 - 10 min</td>
<td>AIC/UV</td>
<td>0.9471</td>
<td>$I_{e,\text{min}} = 0.0000021T_b - 0.00264C_T + 0.0000125T_b \times C_T$</td>
</tr>
<tr>
<td>Ethanol in EBC</td>
<td>AIC</td>
<td>0.6706</td>
<td>$I_{e,\text{min}} = 14.03 - 1.16 \frac{4064}{T_b} - 412.8 \frac{0.22V}{T_b} - 0.98C_T + 348.8 \frac{1}{T_b} + 0.036 \frac{1}{T_b}$</td>
</tr>
<tr>
<td>Ethanol in EBC</td>
<td>AIC/UV</td>
<td>0.8878</td>
<td>$I_{e,\text{min}} = 0.003x + \frac{2.59}{T_b} - 0.0000135T_b$ + 0.00162T_b + 0.000113x + 0.000143x \times C_T$</td>
</tr>
<tr>
<td>5 min</td>
<td>AIC/UV</td>
<td>0.8878</td>
<td>$I_{e,\text{min}} = 0.003x + \frac{2.59}{T_b} - 0.0000135T_b$ + 0.00162T_b + 0.000113x + 0.000143x \times C_T$</td>
</tr>
<tr>
<td>Ethanol in EBC</td>
<td>AIC/UV</td>
<td>0.8878</td>
<td>$I_{e,\text{min}} = 0.003x + \frac{2.59}{T_b} - 0.0000135T_b$ + 0.00162T_b + 0.000113x + 0.000143x \times C_T$</td>
</tr>
<tr>
<td>3 - 10 min</td>
<td>AIC/UV</td>
<td>0.8878</td>
<td>$I_{e,\text{min}} = 0.003x + \frac{2.59}{T_b} - 0.0000135T_b$ + 0.00162T_b + 0.000113x + 0.000143x \times C_T$</td>
</tr>
</tbody>
</table>


