Measurement of shear wave velocities coupled with an evaluation of elasticity using ARFI elastography in diagnosis of papillary thyroid carcinoma

Ryuhei Okada¹, Masami Suzuki¹, Koji Takeuchi², Hiroyuki Horikoshi³, Atsunobu Tsunoda³

¹Department of Head and Neck Surgery, Gunma Prefectural Cancer Center, Gunma, Japan
²Department of Radiological Diagnosis, Gunma Prefectural Cancer Center, Gunma, Japan
³Department of Otolaryngology, Tokyo Medical and Dental University, Tokyo, Japan

Email: *okadoto@tmd.ac.jp

Received 6 October 2013; revised 6 November 2013; accepted 13 November 2013

Copyright © 2013 Ryuhei Okada et al. This is an open access article distributed under the Creative Commons Attribution License, which permits unrestricted use, distribution, and reproduction in any medium, provided the original work is properly cited.

ABSTRACT

This study aimed to evaluate the diagnostic value of measuring the shear wave velocities (Vs) of thyroid nodules in diagnosis of the thyroid carcinoma. Using Virtual Touch Tissue Quantification (VTTQ) of acoustic radiation force impulse (ARFI) elastography (ACUSON S2000®, Siemens Medical Solutions, Mountain View, CA, USA), we measured the Vs of thyroid nodules in 39 nodules from 34 patients (four males and 30 females) before surgery. Elasticity itself was also estimated by VTTQ (Virtual Touch Tissue Imaging) using ARFI. The average Vs of normal thyroid tissue was 2.24 ± 0.68 m/s. Twenty-three out of 39 nodules showed an average 2.52 ± 1.33 m/s. However, 16 other nodules showed “X.XX m/s”. These 16 nodules showed either “black” or “honeycomb” patterns of elasticity in VTTI. This value suggested that the Vs of these nodules were too fast or heterogeneous to measure by this device. After the surgery, the pathologies of these nodules were revealed to be papillary carcinoma (21 cases), adenomatous goiter (11), follicular carcinoma (4), follicular adenoma (2) and follicular lymphoma (1). Five papillary carcinomas were found within adenomatous goiters. Nodules from four follicular carcinomas showed average Vs of 1.92 ± 0.48 m/s, while two follicular adenomas and follicular lymphoma showed 2.19 ± 0.06 and 2.34 m/s respectively. Nodules of adenomatous goiter showed 2.14 ± 0.60 m/s. On the other hand, nodules from five out of 21 papillary carcinomas showed average Vs of 4.00 ± 2.37 m/s. In the nodules of 16 papillary carcinomas, Vs were measured as “X.XX m/s” and this value was only observed in nodules of papillary carcinoma. These data reflected high and/or heterogeneous elasticity of papillary carcinoma, in other words, the tissue of papillary carcinoma was hard and/or heterogeneous. It was notable that the Vs value of “X.XX m/s” strongly suggested papillary carcinoma.

Keywords: ARFI; Elastography; Thyroid; Thyroid Nodule

1. INTRODUCTION

Palpation is a necessary diagnostic method for the clinician. Concerning the diagnosis of thyroid diseases, the hardness of the thyroid nodule is an important factor for diagnosing thyroid tumors, and a hard mass implies the presence of carcinoma. Therefore, objective evaluation of the “hardness of nodules” must be effective in diagnosing thyroid disorders.

Ultrasound examination is valuable for diagnosis of thyroid diseases. This can image not only a cross-section but also the blood flow of the thyroid gland [1-3]. Using elastography, estimations of the elasticity of thyroid tissue can also be accomplished [4-8]. Conventional elastography, however, only shows the difference in elasticity between a lesion and the surrounding tissue. For the purpose of quantitative measurement of elasticity, Virtual Touch Tissue Quantification (VTTQ) has been developed. By giving an acoustic radiation force impulse (ARFI), that is, a sound impulse to the tissue, a corresponding shear wave is developed [9]. Hard tissue shows a faster shear wave, whereas soft tissue develops a slower shear wave. So the measuring shear wave velocity (Vs), and elasticity, in other words, the hardness of a nodule can be quantitatively evaluated. Therefore, the VTTQ must have potential as a useful modality in the diagnosis...
of thyroid lesions. In this preliminary report, we introduce our experience of Vs measurement in various thyroid pathologies, and also report on the possibility in diagnosis of papillary carcinoma.

2. MATERIALS AND METHODS

Between April 2011 and October 2012, we experienced 34 surgical cases of nodular thyroid lesion. Prior to surgery, all cases underwent measurement of Vs using VTTQ of ARFI elastography (ACUSON S2000, Siemens Medical Solutions, Mountain View, CA, USA). Conventional ultrasound imaging was initially performed and nodules for measurement were determined. Measurements of Vs were carried out as follows: the area of measurement was decided in the nodule and a 5 × 5 mm sized region of interest (ROI) was decided inside the nodule (Figure 1). Both cystic and calcified lesions were excluded from measurements. In five out of 34 patients, two solid nodules were detected and Vs were measured. Therefore, the total Vs of 39 nodules were measured. For measurement of normal controls, we also measured the normal area of these patients. These measurements were carried out several times and the average of reproducible two values was used for study. If the value showed “X.XX m/s”, we re-measured several times and the value “X.XX m/s” was finally adopted.

The elasticity of these nodules was also estimated by VTTI (Virtual Touch Tissue Imaging) using ARFI. According to Gu et al. [10], the degrees of nodule elasticity are classified into four: softer (the nodule is whiter than the surrounding tissue), equal (similar image color to the surrounding tissue), stiffer (the nodule appears blacker than the surrounding tissue), and honeycomb (the nodule shows an alternating black and white honeycomb-like distribution). TSH, free T4, serum antithyroid peroxidase antibody and antithyroglobulin antibody were also measured. Surgery was done within three days of the examination. The pathologies of these nodules were then compared to Vs. The pathological sections of tumor were precisely compared to the ultrasound ROI by which Vs and elasticity were measured (Figure 1). This research project was approved by our IRB for research: 405-24034. Details of this research were explained prior to examination and surgery. A written informed consent was obtained from all patients.

3. RESULTS

All patients were euthyroid, but abnormal titers of the serum antithyroid peroxidase antibody and/or antithyroglobulin antibody were detected in 18 patients. Excluding these patients, the Vs of normal thyroid tissues measured 2.24 ± 0.68 m/s. Twenty-three out of 39 nodules showed from 0.88 to 8.14 m/s and the average Vs was 2.52 ± 1.33 m/s. However, 16 other nodules showed “X.XX m/s”. This value suggested that the Vs of these nodules were too fast or heterogenous to measure by this device. In other words, these nodules were too hard or heterogenous to allow this device to measure their elasticity.

After the surgery, the pathologies of these nodules

![Figure 1. Measurement of shear wave velocity (Vs) for a thyroid nodule. Ultrasound examination are done at first (A), then elastography (B) and measurement of Vs (C). Vs are measured in 5 × 5 mm square ROI in the center of nodule. This nodule shows Vs of X.XX m/s (C). After the surgery, the section of the same nodule is made equal to the ultrasound examination ((D) and (E)) then investigated pathologically (F). This nodule A was diagnosed as papillary carcinoma.](image-url)
were revealed to be papillary carcinoma (21 cases), adenomatous goiter (11), follicular carcinoma (4), follicular adenoma (2) and follicular lymphoma (1). Five patients who had two solid nodules suffered from both adenomatous goiter and papillary carcinoma concurrently. Nodules from four follicular carcinomas showed an average Vs of $1.92 \pm 0.48$ m/s, while two follicular adenomas and follicular lymphoma showed $2.19 \pm 0.06$ and $2.34$ m/s respectively. Nodules observed in adenomatous goiter showed $2.14 \pm 0.60$ m/s. On the other hand, five nodules were diagnosed as papillary carcinomas, and they showed an average Vs of $4.00$ m/s $\pm 2.37$ m/s. In the nodules of 16 papillary carcinomas, Vs measured “X.XX m/s” and this value was only observed in nodules of papillary carcinoma (Table 1, Figure 2). These data reflected the high or heterogenous elasticity of papillary carcinoma, in other words, tissue of papillary carcinoma was hard or heterogenous. Concerning elasticity, nodules showing values of “X.XX m/s” appeared as “black” or “honeycomb” pattern on VTTI. This result indicated that these nodules had higher (black) or more heterogenous (honeycomb) elasticity compared to surrounding tissue. Using a value of “X.XX m/s” as an inspection standard, the sensitivity, specificity, efficiency and positive predictive value (%) were 76.2, 100, 87.2 and 100 respectively (Table 2).

### 4. DISCUSSION

As mentioned, objective evaluation of nodule elasticity must be effective in diagnosing thyroid disorders, and VTTQ can evaluate the elasticity of thyroid tissue quantitatively. In the present study, half of the nodules were papillary carcinomas and most of these nodules showed Vs of “X.XX m/s”. Apparent calcification was observed in 11 out of 21 papillary carcinomas, and although we refrained from measuring calcified areas, nevertheless 16 tumors showed “X.XX m/s”. The reason for the Vs value being “X.XX m/s” is thought to be as follows. Firstly, the nodule is too hard to measure Vs appropriately. Since the maximum measurable Vs using ACUSON S2000® is around 8.4 m/s (personal communication: Siemens), nodules having Vs higher than 8.4 m/s may measure Vs as “X.XX m/s”. Therefore, most of the papillary carcinomas in this series might be too hard and their Vs might be higher than 8.4 m/s. The other reasons for this are that tumors have dense cellularity and/or heterogenous tissue structure. For example, the presence of microcalcification which cannot be depicted in a B-mode ultrasound image, may have a heterogenous tissue structure, and shear waves are difficult to detect in such situations.

In addition to VTTQ, that is, measurement of Vs, we observed these nodules using VTTI. VTTI depicts a nod-
Figure 2. Distribution of velocity of thyroid nodules. The dotted line indicates the maximum measurable Vs of this device. Nodules of papillary carcinoma apparently show higher Vs compared to other nodules.

Table 2. Vs of nodules.

<table>
<thead>
<tr>
<th>Shear wave velocity</th>
<th>Pathology</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Papillary carcinoma</td>
</tr>
<tr>
<td>X.XX</td>
<td>16</td>
</tr>
<tr>
<td>Measurable (0.88 - 8.14)</td>
<td>5</td>
</tr>
</tbody>
</table>

Contingency table of papillary carcinomas and other lesions. Using a value of X.XX m/s (possibly > 8.4 m/s) as an inspection specificity (%) is 100. In other words, if Vs show X.XX m/s, the node is highly likely to be papillary carcinoma.

Values of Vs were detected between benign adenomas (2.03 m/s) and thyroid malignancies (3.94 m/s) [10]. Concerning Vs in thyroid lesions, Zhang et al. reported 4.82 m/s in papillary carcinomas, and 2.34 m/s in benign nodules [11]. Bojunga et al. reported Vs of 2.69 m/s in thyroid carcinomas, and of 1.90 m/s in benign nodules [12]. These velocities showed a statistically significant difference and they concluded that ARFI imaging can be used as an additional tool in the diagnostic work-up of thyroid nodules.

In contrast to these reports, most papillary carcinomas showed Vs of “X.XX m/s” in the present study; nevertheless we used the same device. Lesions other than papillary carcinomas never showed Vs of “X.XX m/s”. The reason for this difference is unclear. Concerning the quantitative measurement of Vs of breast cancer, most breast cancers showed Vs of “X.XX m/s”; however, measurement of margin of the tumor, Vs could be measured since this area involves normal mammary tissue [13,14]. Such Vs are defined as “marginal value”, and if measuring marginal value, nodules of papillary carcinomas might be estimated. However, in this study, we planned to compare the quantitative elasticity and pathology of the same region accurately. So, we settled the ROI in the center of the nodules and pathological sections were made, similar to an ultrasound image. The same ROI was diagnosed pathologically. In addition, we also examined nodules’ comparative elasticity using VTTI. Thus, our data investigated accurate Vs of nodules, although further study is needed. However, from our experience, papillary carcinomas showed higher elasticity compared to both normal region and other thyroid lesions. It is particularly important to note that node Vs showing “X.XX m/s” may suggest papillary carcinoma. Although data itself represents an error value, our preliminary report showed that measurements of Vs in thyroid nodules are beneficial in the diagnosis of papillary thyroid carcinoma.

REFERENCES

http://dx.doi.org/10.1530/eje.0.1380041

http://dx.doi.org/10.1007/s00268-004-7597-8


