A Novel, Safe Way of Removing Non-Deflatable Bladder Catheter

Ziauddin Khan¹, Umair Tahir Khan², Imran Khan³, Tahir Naeem Khan⁴

¹Consultant in Urology, Imam Abdulrahman Bin Faisal Hospital, Dammam, KSA
²University of Leicester, Leicester, UK
³Department of Radiology, Kings College Hospital London, London, UK
⁴Department of Pathology, Northampton General Hospital, Northampton, UK

Email: ziauddink@hotmail.com

Received August 4, 2012; revised September 3, 2012; accepted September 13, 2012

ABSTRACT

Non-deflated balloon of a transurethral inserted bladder catheter is a problem that could be difficult to manage, especially in males. A variety of methods have been described to puncture the balloon and remove the catheter, though these can be associated with complications. We illustrate a simple and a safe method to overcome this problem using a flexible cystoscope under local anaesthesia.

Keywords: Balloon Dilation; Urinary Catheterization; Urinary Bladder; Catheters; Equipment Failure

1. Introduction

Failure to deflate the balloon of a urinary catheter is a well recognized and often frustrating complication. Deflation of the balloon is relatively easier in females compared to males due to the short urethra. Failure to deflate the balloon could be due to faulty inflation valve, obstruction of balloon inflating channel intraluminally by crystal formation or a primary problem with the balloon [1,2]. Many methods have been described ranging from over distension of the balloon with water to the instillation of chemical through the balloon channel to more invasive methods using suprapubic, rectal or perineal routes to puncture the catheter balloon [3,4]. Methods using balloon drainage without external pressure with the help of guide-wire or ureteric guide-wire have been used also [5,6]. Different endoscopic methods have also been described [7,8]. If all these methods are unsuccessful then radiological puncture under ultrasound guidance is the method of choice [9]. All these methods have their own complications and difficulties and there is a need of simple bed-side procedure to resolve it. We describe our initial experience of dealing with non-deflated balloons using a flexible cystoscope under local anaesthesia.

2. Technique

In case of non-deflated balloon, the in situ catheter is gently pulled. Then the proximal end of the catheter lying outside the urethra is stitched with two separate stay sutures with No. 1 prolene at 2 points 15 mm apart (Figure 1(a)) distal to the urethral meatus. The needles are cut and a clip is attached to the ends of each suture. Full lengths of the sutures are left. Subsequently, the catheter is cut distal to the sutures (Figure 1(a)). The proximal cut part of the catheter is then removed leaving the distal cut catheter lying in urethra and bladder with sutures at the end of it.

The urethra is lubricated and anaesthetised using 22 ml of Instillagel (Farcopharma GMBH 50829 Köln) before introducing a flexible cystoscope (size 17 Charrière (Ch.), external diameter). The cystoscope is introduced gently, to push the cut catheter into the bladder lumen while prolene is hanging outside the urethral meatus (Figure 1(b)). Once the balloon is visualized, an eXcelon™ (transbronchial aspiration needle M005 6412, Boston Scientific USA, size 6 Ch.) is introduced through the biopsy channel to puncture the balloon. The deflation is confirmed via direct visualization after which the scope is removed. Finally, the catheter remnant is retrieved by gently pulling on the Prolene sutures. The process is summarised in Figures 1(a)-(c).

3. Discussion

Although a non-deflating balloon is a rare problem, it poses a technical difficulty and is frustrating for the clinician [10] and the patient. Several techniques have been described in the literature to deal with this dilemma, though these are not without inherent problems. Ethyl chloride is no longer routinely available and chemical
It is minimally invasive, safe and reproducible and can be performed at the bedside. So far, we have performed this procedure on 6 patients without any failures or complications and more importantly achieved patients’ satisfaction with the technique. The added expense of the disposable needle is worth the benefit it affords without any complications. The prolene sutures can theoretically cut through the catheter when pulling but two sutures with a distance of 15 mm between them on either side affords necessary protection against failure.

REFERENCES

Author Contribution

Ziauddin Khan: Carried out the procedures, literature search and wrote the manuscript.
Umair Tahir Khan: Illustrated and designed the figures, carried out literature search and co-wrote the manuscript.
Imran Khan: Co-wrote the manuscript.
Tahir Naeem Khan: Co-wrote the manuscript and carried out review of literature.