Quantification of Solid Residues by Raman Spectroscopy

Esau Araiza-Reyna1, Roberto Sato-Berrú2, América Vázquez-Olmos2
1Facultad de Ciencias, Universidad Autónoma de San Luis Potosí,
Av. Salvador Nava Martínez s/n, Zona Universitaria, San Luis Potosí, México
2Centro de Ciencias Aplicadas y Desarrollo Tecnológico, Universidad Nacional Autónoma de México,
Circuito Exterior s/n, Ciudad Universitaria, Delegación Coyoacán, México D.F., México

Received May 17, 2013; revised June 22, 2013; accepted July 19, 2013

ABSTRACT

We suggest a mathematical route which has the capability to obtain quantitative information of solid residues on a substrate of aluminum, in which the evaporation of the deposited micro-drops has the form of coffee rings. In this job, the glycine aminoacid was used as probe molecule. We suppose that the number of moles present on the study sample is proportional to the Raman signal and to the experimental parameters of the used Raman system. Then, the mass and the number of molecules can be determined with these data. We showed that the mathematical expression is simple and elegant for its implementation. On the other hand, we have applied and demonstrated that the technique of principal component analysis (PCA) can be used to obtain quantitative information of the sample. Our results show quantitative analysis of glycine residues between $10^{-11}$ to $10^{-15}$ g.

Keywords: Quantitative Raman; Aminoacids; Glycine; Solid residues; Drop Coating Deposition Raman; Principal Component Analysis

1. Introduction

Glycine is the smallest molecule between the aminoacids; it has the simplest chemical structure (NH$_2$CH$_2$COOH) and it is part of various proteins in living of things [1-3]. Its function inside the organism is as inhibiting neurotransmitter in the central nervous system that acts as door of chlorine channel [4]. Because of the clinical significance of the proteins and aminoacids in the body, it is important to develop new and better techniques for your detection and quantification. Raman and infrared spectroscopy offers potentially powerful and noninvasive technique for analysis of biomolecules [5-7].

Raman spectroscopy has made great progress and partly because of its versatility of analysis. For example, the samples require no preparation in comparison with other techniques. However, there is a lack of information of this technique in the quantitative analysis, especially in the quantification of solid residues. Raman spectroscopy (macroRaman) is a technique that requires relatively large quantities of samples which has a detection limit of the order of concentrations greater than $10^{-3}$ M. Raman microscopy (microRaman) can detect small quantities of sample but still a high concentration ($10^{-5}$ M) is necessary. This technique uses a combination of Raman technique and a conventional optical microscope to allow a micrometric characterization of the material [6,7]. The Drop Coating Deposition Raman (DCDR) method, based in the aliquots deposition on hydrophobic substrates, allows obtaining solid residues in the form of coffee rings. This technique has a detection limit about of $10^{-6}$ M [8-10]. For the detection of substances diluted to more low concentrations, methods such as the SERS (Surface Enhanced Raman Scattering) have been developed [11,12], which involve complex metallic substrates or synthesis of colloidal suspensions [13,14]. The SERS phenomenon is the enhancement of Raman signal from molecules in the presence of metallic nanostructures which has a detection limit around of $10^{-10}$ M [15,16].

All the quantification jobs that we have consulted showed a linear trend between the Raman signal and the concentration of the sample. This trend makes that this technique can be predictable in ideal conditions. Therefore, we are convinced that this work complements and helps to obtain quantitative information of various solid residues. Here, we have used the micro-drop deposition method determining the amount of material that is transferred to a substrate and we propose a relationship math in which the Raman signal is proportional to the number of molecules presents in the area of analysis. Moreover,
we have introduced and demonstrated that technique of principal component analysis can be used to obtain quantitative information and discrimination of data in form simultaneous.

2. Materials and Methods

2.1. Raman Spectroscopy

We recorded Raman spectra with an Almega XR dispersive Raman spectrometer. An Olympus microscope (50X and 0.85 NA: numerical aperture) was used both for focusing the laser on solid samples (residues) and for collecting the scattered light in a 180-degree backscattering configuration. In addition, Raman spectra were accumulated over 25 s with a resolution of ~4 cm⁻¹, the excitation source was 532 nm radiation from a Nd:YVO₄ laser (frequency-doubled) and the laser power on the sample was 10 mW.

On aluminum substrates, aliquots of 1 µL were deposited and dried at 40°C. These drops produced residues with form of coffee rings. Eight spectra were measured around of each ring. In first approximation, we have considered a homogeneous area \( A_p \) of \( 7.8 \times 10^{-7} \text{ m}^2 \) and the laser spot area \( A_s \) of \( 5.2 \times 10^{-13} \text{ m}^2 \). We have found the geometric ratio \( A = (a_s/A_p) \) that was of 6.6 \( \times 10^{-7} \).

We seek to test the feasibility of implementing the microRaman technique for quantitative analysis using conventional substrates such as glass; silicon and aluminum foil [17]. The glycine aminoacid (99%) was purchased of Fluka and prepared in different concentrations from 0.133 M (1 ppm) to 1.33 \( \times 10^{-2} \) M (1 ppm) in tri-distilled water (QuimiNet, Mexico). All samples used in this work were used as received.

2.2. Theoretical Analysis

We have studied the following relationship:

\[ C/V_i \rightarrow A_R \rightarrow a_s \text{, where we considered that } V_i \text{ and } C \text{ are the volume and the concentration initial (sample of reference); } A_R \text{ is the area in a homogeneous configuration and } a_s \text{ is the area of the laser spot used in the Raman experiment. For an objective (microRaman configuration), we have used the following relation: } d = 1.22/NA \text{ as the diameter of a circle. Where } \lambda \text{ is the wavelength of laser and } NA \text{ is the numerical aperture of the objective, see Figure 1.} \]

Whereas a Gaussian beams, we determined the area of the laser spot [18].

However, we have noted that the number of moles “n” does not remain constant (\( n_{\text{initial}} > n_{\text{homogeneous}} > n_{\text{spot}} \)), this changes as the volume of study decreases. Based on these considerations, a mathematical expression can be obtained for number of moles that exist within the laser spot (area or volume):
matical general approach proposed in this paper.

For solid residues, we must consider the following expression:

$$n = I \cdot A \cdot C \cdot V \quad (6)$$

where $A = a_s / A_p$ , $C = C_i$ , $V = V_{sl}$ or $V_{st}$ ; where $a_s$ and $A_p$ are the laser spot and the homogeneous distribution areas, respectively, of the study sample; $C_i$ is the initial (reference) concentration; and $V_{sl}$ or $V_{st}$ is the aliquot in nanoliters or microliters deposited on the substrate.

However, it is observed that solid residues acquire habitually a heterogeneous distribution. Therefore, the $n$ (experimental) value and the expected value ($n_i$) can be related by

$$n \approx n_{\text{heterogeneous}} = h \cdot n_i \quad (7)$$

where $h \geq 1$ and it is a scaling factor on a more real measure of the studied sample. This represents the different distributions of the sample when this evaporates on the analysis substrate. For example: $h = 1$, the distribution is 100% coincidental with the homogeneous distribution; $h = 2$, the distribution is 50% coincidental; $h = 5$, the distribution is 20% coincidental, and so on. We implemented all these expressions in an excel worksheet.

3. Results and Discussion

We have used the Equations (1)-(3) for analysis of glycine residues and have obtained the expected values in a micro-Raman experiment as the moles number, the mass amount and the molecules number present in the laser spot, see Table 1. Here, we have considered that the volume of 1 μL produced homogeneous residual areas (c.a. 1 mm) which obviously, they are larger than the area of laser spot. However, we have observed that the residue acquired a heterogeneous distribution which implies a lesser probability or certainty of that the residue or sample in study is found within the laser spot. Therefore, we note that in the microRaman configuration, the detection limit by glycine was found in a concentration of $10^{-5}$ M. However, we have found $10^{-16}$ g or $10^9$ molecules into the laser spot. Finally, these equations us predicts that in $10^{-12}$ M, we should be detecting a single molecule. This range of concentration can be observed in work different, especially on SERS and SMD (Single Molecule Detection) jobs [21,22].

Due to heterogeneity in the drying of the sample, we have observed light variations in the intensity of Raman signal in several areas of the same solid residue. The most common solution to this problem is to use a standard sample, wherein a homogeneous distribution and that the concentration of the sample is assumed to be proportional to the ratio of the sample peak height to the standard peak height. The instrumental variation affect the signal measured from the standard sample in the same way as the problem sample signal, this method can achieve excellent quantitative results as will be seen in this work.

For this analysis, we have obtained eight Raman spectra from different areas of the residue and at the different concentrations. We have chosen the peak at 1328 cm$^{-1}$ for the analysis that is a typical vibration of glycine amino-acid. Figure 2 shows the number of moles (geometric figures) and mass amount (black points) which they can be obtained in a microRaman experiment. For this exercise, we must know the reference Raman intensity ($I_r$) and the intensity of the problem sample ($I_p$), then we have used the Equation (6) for determine the number of moles. The concentration $10^{-7}$ M is a good point of reference for this range of concentrations.

Figure 3 shows the deviation values,

$$D = \frac{(\text{experiment} - \text{expected})}{\text{expected}} \times 100$$

between the expected and experimental data. Because of experimental complexity, we have observed that a homogeneous distribution is not adequate. Therefore, we have had that considerer a heterogeneous distribution by the analysis of solid residues. The Expression (7) is implemeneted and used when the value of “h” exceeds a value

![Figure 2. Expected (line) and experimental (geometric figures) data for glycine sample.](image)
of 10. The deviation rises above 100% and in this case, we must take a new reference. The results are shown in Figures 3(a) and (b).

The quantitative analysis of solid residues on substrates is not easy task. Here, we show that it is feasible obtain quantitative information changing the initial concentration (reference) to another point and detect other concentration using solid residues as $10^{-3}$ M. Figure 4 shows the number of moles that they can be obtained in a microRaman experiment. For this exercise, we must know the reference Raman intensity ($I_R$) and the intensity of the problem sample ($I_p$), then we use the equation 6 for determine the number of moles. The concentration $10^{-3}$ M is a good point of reference for this new range of concentrations. These results give us a first approximation the quantitative development of values in more reliable.

Figure 5 shows the deviation values between the expected and experimental data. Equally, because of experimental complexity, we have observed that a homogeneous distribution is not adequate in this experiment. Therefore, we have had that consider a heterogeneous distribution by the analysis of solid residues. Again, the Expression (7) is used when the value of “$h$” exceeds a value of 10. The deviation rises above 100% and in this case, we must take a new reference. The results are shown in Figures 5(a) and (b).

The previous graphs were only using a single Raman peak. We supplement our analysis with the PCA multivariate analysis method (see Figure 6). Here, each point...
represents a Raman spectrum and also, the initial concentration is indicated. Each drop generated a residual distribution heterogeneous, and therefore, different intensities of the Raman signals were obtained. Our proposal is that each Raman signal is proportional to the mass amount of the sample in study. In addition, we have modified the x axis (PCA 1) so that it matches the ratio of intensities. With this technique we can determine ranges of measurable values and discern spectral differences from the measurements. We could identify interactions between the sample and substrate; we could discern between Raman and SERS spectrum in the same molecule and we could determine the orientation of the microcrystal formed. The PCA is an excellent tool to differentiate molecules in a mixture.

The experimental data show that our quantification proposal is viable and very easy to implement. Under our experimental conditions, we can assign the amount of sample that could be obtained in a homogeneous distribution and the studied analyte concentration could be obtained through the Raman signal with enough precision. With respect to the problem of heterogeneity of some experimental arrangements, we observed that they can be minimized with the acquisition of a good point of reference or adequate initial concentration. The purpose of considering a tunable initial concentration is based on the idea that it is not right to measure objects with the same tool when they have large differences in size. Nevertheless, the development of standard samples was a problem in this work; therefore, we are working on it. We are aware that there is appropriate technology to develop sampling standards that will help us in the development of more reliable quantitative measures through the Raman technique since this technique is used in a wide variety of applications, and also because it presents various benefits.

This is the first work that presents a math relationship that relates directly the Raman signal to the amount of studied sample. Also, we think that it could be used to obtain quantitative information in the SERS technique.

4. Conclusion

In this work, we have demonstrated and applied a simple mathematical route for obtaining quantitative information from Raman signals. This approach, along with the PCA technique, helped us to assign quantitative values to the Raman intensity. We showed that it is feasible to consider a homogeneous distribution for quantitative analysis. However, we have observed that we can also obtain quantitative information in a heterogeneous distribution. The aluminum substrate, for the solid residue analysis, has showed be a promising tool, as well as in the study of aminoacids. The samples deposited on the aluminum substrate have generated residues of coffee rings. In summary, we showed a general equation that could help us to quantify any type of specimen using the Raman technique.

5. Acknowledgements

The authors acknowledge the PAPIIT IA100813 (UNAM) project. The ICyTDF and Cofor for their support, but special acknowledge from E. A. Araiza-Reyna at CONACYT by their support with registration number 168944.

REFERENCES


