Biomechanical Investigation of Locked Plate Fixation with Suture Augmentation in a Comminuted Three-Part Proximal Humerus Fracture Model

Brian T. Palumbo1, Sergio Gutierrez2, Brandon Santoni2, Mark Mighell1

1Florida Orthopaedic Institute, Tampa, USA
2Foundation for Orthopaedic Research and Education (FORE), Tampa, USA

Email: mmighell@floridaortho.com

https://doi.org/10.4236/ojo.2017.77020

Received: March 30, 2017
Accepted: July 3, 2017
Published: July 6, 2017

Copyright © 2017 by authors and Scientific Research Publishing Inc. This work is licensed under the Creative Commons Attribution International License (CC BY 4.0).
http://creativecommons.org/licenses/by/4.0/

Abstract

Background: Locked plating of displaced proximal humerus fractures is a reliable fixation method. Greater tuberosity (GT) failure is a known complication that may occur in the early post-operative period. Despite postoperative immobilization, the rotator cuff continues to exert significant forces on fracture fragments. Our hypothesis is that suture augmentation will provide greater stability of the GT than locked plating alone. To prove this we developed a three-part proximal humerus fracture model to test fracture fixation.

Methods: A biomechanical study was performed on nine fresh frozen cadaveric humeri, simulating a three-part proximal humerus fracture (Neer Classification). Rotator cuff tendon insertions were preserved to physiologically load the proximal humerus. The fracture was reduced and fixed with a locked plate alone or a locked plate with suture augmentation of the GT to the rotator cuff tendons. Biomechanical testing utilized a materials testing machine and a three-dimensional motion capture system to quantify interfragmentary motion under torsional loading as a function of fixation type.

Results: Greater torsional stability was observed in the suture-augmented group compared to the plate only group (p = 0.0012). There were two catastrophic failures in the plate only group while none of the suture reinforced constructs failed.

Conclusions: In our model, suture-augmentation of the GT to the rotator cuff provided greater stability than locked plating alone. The current study provides a biomechanical basis for reinforcing locked plate constructs with sutures. The added stability afforded by suture-augmentation may mitigate rotator cuff forces in the clinical setting, avoiding fracture displacement in the early postoperative rehabilitation period.

DOI: 10.4236/ojo.2017.77020 July 6, 2017
1. Introduction

Proximal humeral fractures account for 4% to 8% of all fractures annually and are the third most common type in patients over 65 years of age [1]. Open reduction and internal fixation (ORIF) of displaced proximal humerus fractures is an accepted surgical technique [1]-[6]. Locked plate technology has emerged as a tool to improve fixation in osteoporotic bone and affords the surgeon the option of fixing fractures previously relegated to management by arthroplasty. In comparison to standard plating techniques, locked plating has resulted in improved outcomes in clinical and biomechanical studies [7] [8] [9] [10].

Failed fixation and displacement of the greater tuberosity (GT) in the early postoperative period may result in malunion, diminished range of motion, impingement and loss of shoulder strength and function [10]-[16]. Methods to stabilize the GT and counteract the deforming forces of the rotator cuff have been previously described [1] [5] [17]-[23]. Biomechanical evidence supports the current surgical strategies to prevent tuberosity failure when treating proximal humerus fractures [24] [25] [26] [27].

The purpose of this biomechanical study was to analyze the effects of suture augmentation of the GT in a three-part proximal humerus fracture construct fixed with a locked plate. The goal was to determine whether suture augmentation improves interfragmentary stability compared to locking plate fixation alone.

2. Materials and Methods

2.1. Specimen Preparation

Biomechanical testing was performed on nine fresh-frozen, cadaveric humeri obtained from eight donors (Science Care, Aurora, Co, USA) with a median age of fifty-nine years (range: 40 - 81). The median body mass index was 28.7 kg/m² (range: 17 - 29.5). Specimens were without a history of humeral fracture, tumor, infection or instrumentation.

The physiologic rotator cuff forces that are present even when wearing a sling were simulated in order to accurately assess the interfragmentary stability afforded by the two forms of internal fixation. We constructed a testing model that included the insertions of the rotator cuff muscles which were loaded similarly to their native force vectors, under previously described physiologic loads [28] [29] [30].

Proximal humeri were dissected to maintain the infraspinatus (ISP), supraspinatus (SSP) and subscapularis (SSC) tendons and a three-part fracture (Neer Classification) [31] of the proximal humerus was created. An osteotomy of the
GT was performed 5 mm posterior to the bicipital groove and completed with the saw blade exiting at the perimeter of the SSP, ISP and teres minor tendon insertions [32] [33]. Care was taken to preserve the insertions in all specimens. We specifically intended to evaluate the integrity of fixation in a comminuted GT fracture model. To simulate this comminution in a standardized method a second osteotomy of the GT fragment was performed at its midpoint with an osteotome in the horizontal plane. The surgical neck fracture was then created with an oscillating saw perpendicular to the humeral shaft. Specimens were frozen at 0˚C for storage and each was thawed twelve hours prior to testing. Fractures were reduced and fixed with a Synthes Proximal Humerus Internal Locking System (PHILOS®) (Synthes, Inc., West Chester, PA). The device was implanted on the lateral aspect of the proximal humerus 0.5 cm posterior to the lateral edge of the bicipital groove. Six locked screws were placed proximally and three non-locking screws were placed into the shaft. Internal fixation of the GT fragment was achieved in each specimen.

The myotendinous junctions of the SSC, SSP and ISP were sewn with heavy, nonabsorbable suture in Krackow fashion. Size 2 metal rings (Essentials-South Bend, Northbrook, Illinois) were sutured to each of the tendons three centimeters proximal to the plate in the twelve and three o’clock positions for left sided constructs and twelve and nine o’clock positions for right sided plates. Two rings were placed into the suture holes of the plate in the twelve and three o’clock positions for left-sided plates and the twelve and nine o’clock positions for right-sided plates (Figure 1(a) and Figure 1(b)). Plastic tie straps were used rather than suture to eliminate bias that would be introduced if the sutures were hand tied. The tie straps were uniformly tensioned to 30 N as determined by a tensionmeter [24].

Figure 1. (a) Illustration of screw-only construct; (b) Illustration of screw and suture construct.
2.2. Specimen Fixation

All humeri were cut nineteen centimeters distal to the humeral head. The distal aspect of the specimens was placed in a polyvinyl chloride (PVC) cylinder and then into a 120 cm × 76 cm aluminum container. Vertical alignment of the shaft relative to the base was determined by centering the distal humeral shaft in the PVC cylinder with a micrometer. The humeral shaft/PVC construct was then secured to the aluminum container with screws and polymethylmethacrylate resin. Constructs were bolted to the base of the testing system in neutral rotation with the humeral head in contact with a rigidly fixed, total shoulder glenoid component (Figure 2).

2.3. Experimental Setup

Testing was performed using a servoelectric materials testing machine (Test Resources, Model 800 L, Shakopee, MN) and a 3D motion capture system (Optotrak Certus™, Northern Digital, Inc., Waterloo, Ontario, Canada). The humeral shaft/PVC construct was rigidly attached to a torsion actuator and under load control of a 2.2 kN axial load cell (Test Resources) attached to the ISP tendon (Figure 3). Individual, static forces applied to the remaining rotator cuff muscles were based upon previously published values observed in vivo [28] [29] [30]. The SSC was statically tensioned using a pulley and 6.77 kg of weight to simulate a force of 66.3 N in line with the muscle’s vector of action [28] [29]. The SSP was statically tensioned using a pulley and 2.61 kg of weight to simulate a force of 25.6 N in line with the muscle’s vector of pull. The torsion motor applied 2000 cycles of sinusoidal force to the ISP tendon, ranging from 5 to 66.3 N (applying a moment of 0.1 to 1.25 N-m) [30], at 1 Hz simulating contraction of both the

![Figure 2. Illustration of testing configuration (superior view).](attachment:image.png)
subscapularis and infraspinatus tendons. The moment applied to the testing construct was calculated by multiplying the force applied to the ISP tendon by the torsion motor and the distance of the ISP insertion from the central axis of the humeral shaft. Optoelectronic LED marker triads (Northern Digital, Inc.) were rigidly attached to the humeral head, GT, and humeral shaft to quantify the relative rotations between the fracture fragments during cyclic, torsional loading of the repaired constructs. For the current study, interfragmentary stability was defined as the measured relative rotation between the GT and humeral head fragments and was calculated from the slope of the linear portion of the moment/angular displacement curve using the following equation:

$$K = \frac{M}{\theta}$$

where $K$ is the torsional stiffness (N-m/deg); $M$ is the change in moment applied to the GT fragment (N-m); and $\theta$ is the relative change in angular displacement of the GT fragment relative to the humeral head (˚) about a coordinate axis that was defined with the Optotrak system to be parallel to the central axis of the humeral shaft.
humeral shaft. Interfragmentary stability at time zero, and after 500, 1000, 1500 and 2000 cycles of loading was calculated for comparison between fixation groups. At each of these pre-defined intervals, the construct was loaded 5 times and the average $K$ was derived and used for statistical comparison.

To mitigate the potential bias caused by testing sequence, specimens were randomly assigned to (1) locked plate (LP) alone testing first (Figure 1(a)) or (2) locked plate with suture augmentation (LPSA) testing first (Figure 1(b)). The two fixation configurations were tested with each specimen serving as their own control.

2.4. Statistical Analysis

Due to the failure of 2 of the specimens during testing, statistical analysis was performed with $n = 7$. Torsional stiffness data was initially screened for normality using the Shapiro-Wilk statistical test. As it was determined that all data sets satisfied the normality assumption, torsional stiffness data within each construct type were compared with a one-way repeated measure analysis of variance (ANOVA) with post hoc multiple comparison of groups using Bonferroni correction to determine the effects of cycle number (0, 500, 1000, 1500 and 2000) on construct rigidity. Differences in the measured torsional stiffness between the two forms of repair after 2000 cycles of loading were compared with a paired t-test. All analyses were performed using SPSS v.20 (IBM, Chicago, IL) at a significance level of 0.05.

3. Results

There were two construct failures, both in the LP group. Both failures...
occurred within the first 1000 cycles of torsional loading. The GT avulsed from the remainder of the specimen in the first failure and the second specimen failed by gross motion of the humeral head fragment. The stiffness data from these two specimens were excluded from final statistical comparison.

Interfragmentary stability did not significantly change after 2000 cycles of loading for LP fixation (Baseline: 1.8 ± 1.0 N-m/°; 2000 Cycles: 1.8 ± 0.9 N-m/°, \( p = 0.502 \)) or LPSA (Baseline: 2.4 ± 1.2 N-m/°; 2000 Cycles: 2.2 ± 0.9 N-m/°, \( p = 0.512 \)). After 2000 cycles of loading the LPSA construct conferred, on average, 25.2% greater interfragmentary stability than the LP construct (Figure 4 and Figure 5). This difference was statistically significant (\( p = 0.0012 \)) (Table 1).

4. Discussion

Adequate GT stabilization is essential for good clinical outcomes in the treatment of displaced proximal humerus fractures. Fixation methods must counter rotator cuff forces to allow early initiation of shoulder rehabilitation while avoiding fracture displacement [15] [34]-[42]. Inadequate fixation and stability may lead to GT displacement and malunion in the early post-operative and rehabilitation periods [12] [14] [16]. Use of shoulder immobilizers does not completely negate interfragmentary strain and motion after operative fixation. Rotator cuff muscles continue to contract even when the shoulder is immobilized creating an environment of multidirectional strain and shear at the GT and surgical neck fracture interfaces [19] [20] [22] [43]. This is supported by electromyographic studies demonstrating contraction of the SSP, ISP and SSC muscles during contralateral upper limb motions [44].

The current study is a physiologic three-part proximal humerus fracture model that closely approximates the biomechanical milieu of the fracture fragments and the rotator cuff during the early post-operative period. It replicates the beginning of active internal and external rotation at the 4 - 6-week post-operative period. The LPSA construct demonstrated significantly greater torsional stiffness compared to locked plating alone. There were two catastrophic failures in the LP only group and occurred during the first 1000 cycles of torsional loading. In contrast, no failures occurred in the suture-augmented group. This biomechanical data set supports the concept that suture augmentation may work clinically to confer added stability to the greater tuberosity during proximal humerus fracture fixation.

Table 1. Average rotational micromotion and stiffness of screw only and screw and suture constructs.

<table>
<thead>
<tr>
<th>Construct</th>
<th>All Cycles (0 - 2000)</th>
<th>Statistical Significance</th>
</tr>
</thead>
<tbody>
<tr>
<td>Rotational Micromotion (Degrees)</td>
<td>Screw Only</td>
<td>1.08 ± 0.89</td>
</tr>
<tr>
<td></td>
<td>Screw + Suture</td>
<td>0.66 ± 0.30</td>
</tr>
<tr>
<td>Rotational Micromotion (N-m/Degree)</td>
<td>Screw Only</td>
<td>1.82 ± 0.94</td>
</tr>
<tr>
<td></td>
<td>Screw + Suture</td>
<td>2.30 ± 0.96</td>
</tr>
</tbody>
</table>
Voigt et al. performed a similar biomechanical analysis evaluating the effects of suture augmentation of the GT in a three-part fracture model [15]. They also fabricated a testing construct that closely approximated in vivo forces of the shoulder and rotator cuff. Interestingly, they did not find a decrease in interfragmentary motion with suture augmentation and concluded that it did not improve stability of the GT. However, in their study, a single, stable osteotomy of the GT was performed which permitted its anatomic reduction and allowed for complete coverage with the PHILOS locking plate with multiple screws of fixation. In our experience, this scenario is seldom found in three-part fractures in elderly patients with osteoporotic bone. The GT is frequently comminuted diminishing the potential for secure fixation with plate and screws alone. In the current study, we created a comminuted GT fragment to better account for what is truly observed in the clinical setting. This difference in methodological approach to fracture creation is the likely explanation for the observed discrepancies in the two studies.

There are several limitations to the present study. The proposed shoulder model was simplified: only the infraspinatus, supraspinatus and subscapularis muscles were loaded. The native motion of the shoulder is controlled by a more complex combination of dynamic and static stabilizers than our laboratory model takes into account. The compressive forces applied by the capsule and deltoid muscles may provide additional stability that was not replicated in this study. Motion in the current model was limited to internal and external rotation. Although these motions are important and represent physiologically relevant load magnitudes applied by the rotator cuff and experienced by the repair in the early postoperative period, motion in other planes such as abduction, adduction as

![Figure 5. Comparison of rotational stiffness of screw only and screw and suture constructs.](image-url)
well as flexion and extension may impart additional forces that warrant further study.

5. Conclusion

In conclusion, in this three-part proximal humerus fracture model, locked plating with suture augmentation of the rotator cuff significantly increased interfragmentary stability of the GT fragment compared to locked plate fixation alone. This study provides biomechanical evidence for reinforcing the GT fragment with sutures during locked plating of proximal humerus fractures.

Source of Funding

Research and institutional support was provided by Synthes. Synthes did not play any role in the research or in the preparation of this manuscript.

References


