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Abstract
While much attention is being given in the application of advanced technologies to improve upper
extremity prostheses, traditional body-powered prostheses still remain the most popular by
people with an amputation. A body-powered prosthesis provides the user with a reasonable solution for limb loss given their simple design, lower maintenance and initial cost. The two major
types of body-powered prosthesis use either voluntary opening or voluntary closing control of the
terminal device (or prehensor) used for holding and manipulating objects. What differentiates
these two types of control is the relationship between the muscular force used to apply tension on
the cable attached to the prehensor and the force produced by the prehensor. It has been argued
that the voluntary closing prosthesis has more optimal compatibility between the muscle force
and grip force of the prehensor. As a result, it may provide an advantage to the user in tasks requiring the control of grip force. To determine the effectiveness of the voluntary closing and voluntary opening prosthesis, we asked a person with a congenital quadruple limb deficiency who is
right hand dominant, and that uses voluntary opening prostheses to participate in a study investigating grip force control. The participant was required to match different target grip forces displayed on a computer monitor by manipulating the pressure exerted on a hand dynamometer using either a voluntary closing or voluntary opening prosthesis. The participant only had previous
experience with a voluntary opening prosthesis. The results showed that in several measures, the
participant performed better with the voluntary closing prosthesis. These results provided support for the muscular force-grip force compatibility hypothesis.
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1. Introduction

A limb amputation can have detrimental consequences on quality of life. The use of a prosthetic limb can remediate some of those deficits. For upper extremity amputations, where the hand is removed, an upper extremity
prosthetic limb can dramatically improve manipulation capabilities for the amputee. The upper extremity prosthetic limb can be fit with a number of prehensors or hands. Some prehensors are chosen for functionality, others are chosen for cosmetic reasons. While prosthetic limb technology has advanced tremendously over recent
years, functionality of the prosthetic limb is the ultimate goal [1] and the body-powered prosthesis that utilizes a
cabling system, is still the most prevalent. Increases and decreases of the cable tension caused by relative body
motions effectively alter the opening and closing of the prehensor. Of the prehensors that are chosen for functionality, the voluntary opening (voluntary opening) terminal device is most commonly prescribed [2]. The voluntary opening device remains closed until tension is produced on an attached cable to open the prehensor. In
contrast, the voluntary closing prehensor remains open until cable tension is used to close the prehensor (see
Figure 1(a)).
Though the voluntary opening terminal device is the most commonly used, it has been suggested that the voluntary closing is more logically compatible with the functionality of the anatomical, or natural hand [3]-[7]. To
increase grip force output with the anatomical hand and the voluntary closing prehensor, a person must increase
the force produced by the muscles controlling the hand or those that increase the tension on the cables controlling the voluntary closing prehensor. In other words, for both the anatomical hand and the voluntary closing
prehensor, increases in grip force output are controlled by increases in the force produced by the muscles of the

(a)

(b)

(c)

Figure 1. In (a), shows a schematic of the voluntary closing split hook
prehensor (left) and voluntary opening split hook prehensor (right). In (b),
shows a schematic of the cabling system and prosthetic limb of an upper
extremity amputee. In (c), shows a schematic of a person with an amputation using a prosthesis performing the static grip force experiment.
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anatomical hand, or the muscles controlling cable tension of the voluntary closing device. An analogy that illustrates this type of compatibility is the braking system on a bicycle. Muscular force applied to the hand brakes
results in increasing force of the bike pads on the tire. With the voluntary opening, in contrast, increases in voluntary muscular force resulting in increases in cable tension are accompanied by opening the prehensor leading
to decreases in prehensor grip force output. Thus, in tasks requiring grip force modulation, the natural compatibility between muscular force and grip force using the voluntary closing or anatomical hand may result in more
effective performance compared to the voluntary opening prehensor, particularly to the inexperienced user.
Based on this analysis, a muscular force-grip force compatibility hypothesis has been advanced proposing that
in tasks requiring grip force modulation, the voluntary closing prehensor should allow the inexperienced user to
perform similar to the anatomical hand, and possibly better compared to the voluntary opening prehensor [7].
However, we had no idea on how an experienced prosthetic user might perform using a voluntary closing prehensor, particularly an individual with considerable experience using a voluntary opening prehensor. The muscular force-grip force compatibility hypothesis would predict good performance with the voluntary closing prehensor because of its superior compatibility, though the specificity of practice principle would predict superior
performance with the voluntary opening prehensor because of its familiarity to the user [8]-[10].
The purpose of this case study was to compare accuracy and variability in constant force production in a congenital amputee when using either his native prehensor (voluntary opening) or the voluntary closing prehensor
with which he had no previous experience. The person with a congenital limb deficiency has been a voluntary
opening user since being introduced to a prosthetic limb as a toddler. We hypothesized that he would be better at
modulating grip force with the voluntary closing despite being an experienced voluntary opening user due to the
compatibility between muscular force and grip force output in the voluntary closing and anatomical hand.
However, we were open to the possibility that being an experienced voluntary opening user, our participant may
have learned to overcome the muscular force-grip force incompatibility inherent in his voluntary opening prosthesis.

2. Methods
Participant. One 35-year-old male, with a congenital quadruple limb deficiency who is right hand dominant, and
uses voluntary opening prostheses with a split-hook prehensor, participated in the experiment. The University’s
Institutional Review Board approved the study, and the participant provided written informed consent prior to
participation.
Procedure. The participant’s own below elbow prosthesis on the left, non-dominant, limb was used with his
own split hook voluntary opening device (voluntary opening), and with a split hook voluntary closing device
that is comparable in size and weight to the voluntary opening device. The prosthesis uses a figure-9 harness fitted around the contralateral limb. The harness attaches to a cable that runs across the back and upper arm ipsilateral to the simulator and is connected to the terminal device (TD). Placing tension on the cable opens the voluntary opening grip and closes the voluntary closing grip (see Figure 1(b)). Correspondingly, as tension on the
cable increases, the grip force produced by the voluntary opening grip decreases and the voluntary closing grip
increases. Manipulation of the cable tension is carried out through movements of the shoulder contralateral to
the prosthesis.
The participant sat in an adjustable height chair at a table where the apparatus was secured. An isometric hand
dynamometer was vertically mounted to a table in front of the participant and connected to a Biopac MP30 Student Lab System (Biopac Systems, Inc., Santa Barbara, CA). The hand dynamometer was used to measure constant static grip force at 500 Hz. Force output from the Hand Dynamometer was displayed on a 15 inch CRT
monitor that was positioned at eye level one meter from the participant. The software displayed the force ouput
generated by squeezing the hand dynamometer, as a horizontal trace, relative to a stationary horizontal target
line (see Figure 1(c)). The participant was asked to produce a grip force with his non-dominant left side so that
the force output matched the target force of either 0.49 or 10.5 newtons. The initial 5 seconds of each trial was
factored out of the analyses to control for variability in reaching the target force. Two positions were assessed,
one where the elbow was flexed to 90˚ and another where the elbow was extended to 180˚. Because the tension
on the cable varies as a function of the position of the prehensor relative to the shoulder, we thought that performance may vary in the different arm positions. In the 90˚ position, the cable tension biases the voluntary
opening prehensor toward opening and the voluntary closing prehensor toward closing. Additionally, force accuracy and variability was assessed with and without vision. For the no-vision conditions, visual feedback of
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force output was taken away after 5 seconds. A total of 48 trials were assessed. Each target force, vision, and
position combination was repeated for 3 trials.
Measurements. Three measures were used to assess accuracy and variability. Absolute constant error (CE) is a
measure of accuracy and is defined as the average absolute difference between the target force and the produced
grip force output over the final 10 seconds of each trial. Variable error (VE) is a measure of variability and is
defined as the standard deviation of the difference between the target force and the produced grip force output
over the final 10 seconds of each trial. Bias index (BI) is an additional measure of accuracy where the resultant
index quantifies the degree to which the participant overshot or undershot the target. BI is calculated as:
BI =
( under − over ) ( under + over )

(1)

where over is the amount of time spent over the target and under is the amount of time spent under the target. BI
gives values between −1 and 1, with −1 being a bias toward undershooting the target and values near 1 indicating a bias toward overshooting the target. For each measure, a t-test was used to determine whether there was a
significant difference between the 6 trials with the voluntary opening prehensor and the 6 trials with the voluntary closing prehensor for each force × vision condition.
Figure 2 shows 4 representative traces of force output for the voluntary opening and voluntary closing prehensors, with and without vision at the 10.5 newton target. The corresponding CE, VE, and BI are displayed for
each force output trace (Figure 2).
A

B

VO WITH VISION

VC WITH VISION

10

10

FORCE IN NEWTONS

12

FORCE IN NEWTONS

12

FORCE OUTPUT
TARGET

8
6
4
2

CE = 0.0829
VE = 0.0952
BI = -0.6516

0

8

6

4

2

CE = 0.0366
VE = 0.1134
BI = 0.1599

0
0

2

4

6

8

10

12

14

0

2

TIME (SECONDS)

4

(a)

8

10

12

14

(b)

VO NO VISION

12

10

10

8

6

4
CE = 0.4742
VE = 0.1676
BI = -0.9896

2

VC NO VISION

D

12

FORCE IN NEWTONS

FORCE IN NEWTONS

C

6

TIME (SECONDS)

8

6

4
CE = 0.1391
VE = 0.1836
BI = 0.6706

2

0

0
0

2

4

6

8

10

12

14

0

2

4

6

8

10

12

14

TIME (SECONDS)

TIME (SECONDS)

(c)

(d)

Figure 2. Examples of the force output produced by using the voluntary opening
prehensor (left two panels) and the voluntary closing prehensor (right two panels). The two upper panels represent the force output for the voluntary opening
and voluntary closing prehensors with vision and the lower two panels represent
the force output for the voluntary opening and voluntary closing prehensors with
no vision. The inset values give the corresponding CE, VE, and BI for each trial.
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3. Results

Each position × force × vision condition was repeated for three trials. No differences were observed between the
90˚ and 180˚ elbow positions, so results were collapsed across position for corresponding force × vision conditions.

3.1. Constant Error
The voluntary closing device was more accurate than the voluntary opening device. Figure 3 shows the mean
CE + SEM for the 0.49 and 10.5 N vision and no vision trials (Figure 3).
A t-test on the 6 repeated trials of each condition revealed that the CE for the voluntary closing device was
lower than for the voluntary opening for both the vision (t = −2.48, p < 0.05) and no-vision (t = −2.18, p < 0.05)
conditions at the 10.5 newton target. These results indicate that the participant was more accurate when using
the voluntary closing device compared to his native voluntary opening device.

3.2. Variable Error
The voluntary closing device was less variable than the voluntary opening device. Figure 4 shows the mean VE
+ SEM for the 0.49 and 10.5 N vision and no vision trials (Figure 4).
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Figure 3. Mean + SEM for constant error. The voluntary opening prehensor had significantly higher constant error for the vision conditions (t = −2.48, p < 0.05) and the no-vision condition
(t = −2.18, p < 0.05) at the 10.5 N target. Horizontal lines
represent comparisons where there was a significant difference
as elucidated by a t-test.
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Figure 4. Mean + SEM for variable error. The voluntary opening prehensor had significantly higher variable error for the novision condition (t = −2.15, p < 0.05) at the 10.5 N target. Horizontal lines represent comparisons where there was a significant difference as elucidated by a t-test.

A t-test on the 6 repeated trials of each condition revealed that the voluntary closing was less variable than the
voluntary opening for the condition with no-vision (t = −2.15, p < 0.05). These results indicate that the participant was less variable when using the voluntary closing device compared to his native voluntary opening device.

3.3. Bias Index
The voluntary closing device was less biased than the voluntary opening device. Figure 5 shows mean BI +
SEM for the 0.49 and 10.5 N vision and no vision trials (Figure 5).
A t-test on the 6 repeated trials of each condition revealed that the voluntary closing was on target more than
the voluntary opening for the no vision conditions at 0.49 newtons (t = 2.13, p < 0.05) as well as the vision condition at 10.5 newtons (t = −2.614, p < 0.05).

4. Discussion
The purpose of the present study was to determine how well an experienced user of the voluntary opening prosthesis could adapt to a voluntary closing prosthesis without training. The rationale for the study was based on the
muscular force-grip force compatibility hypothesis [7]. The findings were consistent with the hypothesis that
performance would be better with the prehensor that had the highest degree of compatibility between muscular
force and grip force. When the participant used the voluntary closing prehensor, force output was more accurate,
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Figure 5. Mean + SEM for bias index. The voluntary opening
prehensor overshot the target more than the voluntary closing
prehensor for the no vision condition at the 0.49 N target (t =
2.13, p < 0.05). The voluntary opening prehensor undershot the
target more than the voluntary closing prehensor for the vision
condition at the 10.5 N target (t = −2.614, p < 0.05). Horizontal
lines represent comparisons where there was a significant difference as elucidated by a t-test.

more consistent, and less biased. The superiority of the voluntary closing prehensor was most apparent when the
accuracy of force output was examined in the no-vision condition.
The muscular force-grip force compatibility hypothesis is based on the compatibility between the amount of
muscular force required to produce a grip and the resulting force on the object that is being gripped. The compatibility in the anatomical hand is high because grip force increases as the muscular force needed to create the
grip increases. Furthermore, increases in grip force output have been shown to correlate with the frequency of
cortical oscillation suggesting that central mechanisms may exist to accommodate compatibility between force
effort and force output [11]. The same type of compatibility is present in the voluntary closing prehensor. As the
muscular force needed to increase cable tension increases, the resulting grip force produced by the prehensor increases. In contrast, the compatibility is low for the voluntary opening prehensor because an increase in grip
force is accomplished by releasing tension on the cabling system, which is accomplished by decreasing the
amount of muscular force. The current findings are intriguing because the participant performed best in the high
compatibility prehensor (with the voluntary closing prehensor) even though he had over three decades of experience with the less compatible prehensor (the voluntary opening prehensor). Clearly, then, the compatibility
between muscular force and force output was a more important contributor to performance than previous expe-
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rience. In other words, compatibility was more important than specificity training [8]-[10].
Despite the aforementioned conclusion, experience may play an important role in how the compatibility issue
is handled by the user. We would predict that inexperienced prosthetic users would show much greater performance differences between the voluntary opening and voluntary closing prehensor. Compatibility is likely to be
a much bigger issue in tasks that require unexpected changes in grip force output in response to changing task
demands (e.g., maintaining the grip on an object that suddenly slips from the grasp). Thus, prosthetists and occupational therapists should be mindful that the person with a recent amputation may have greater difficulty
learning to use a voluntary opening prosthesis than a voluntary closing prosthesis in tasks that require grip force
modulation because of the patient’s unfamiliarity with the lack of compatibility between muscular force and
force output in the voluntary opening prehensor. This suggestion could be incorporated into other recommendations for prosthetic training [1] [12]. The current participant has likely overcome some of the compatibility limitations associated with his voluntary opening prehensor as a function of his extensive experience. However, it
should be pointed out that in different types of incompatibility, such as stimulus-response incompatibility and
the Stroop effect, it has been shown that the negative consequences of incompatibility, may be reduced but may
not be entirely eliminated with extensive practice [13] [14].
In addition, it is pertinent to note that the availability of vision also likely makes a contribution to the user’s
ability to overcome these limitations [15]. The difference between the two prehensors was more apparent when
vision was not available in the current experiment. Visual feedback enables the user to immediately correct any
deviations from the intended output, whereas the absence of visual feedback requires the user to rely on potentially less salient sources of feedback from the musculoskeletal system.
This study is not without its limitations. One limitation is that case studies do not lend themselves well to generalization to the larger population. It is possible that different lifelong voluntary opening prehensor users may
have different results compared to our participant. Nonetheless, the results presented in this study are intriguing
given the superior performance of the voluntary closing device on each measure of accuracy and variability.
Additionally, we assessed static force production for two highly-relevant forces. The performance on producing
those two forces may not generalize to every grip force that an upper extremity prosthetic limb user may produce in the workplace or in activities of daily living. Further studies should be performed to assess performance
for modulating grip force as well as forces that are greater than the two we tested.

5. Conclusion
In summary, we observed that an experienced user of voluntary opening prostheses actually performed better
using a voluntary closing prosthesis in a task requiring the control of grip pressure. Whether these findings can
be found with other experienced voluntary opening prostheses users and whether the muscle force-grip force
incompatibility can be observed with inexperienced users of the voluntary opening prosthesis is an open question. Future studies might also focus on expanding the present findings to tasks that require more demanding
grip force modulation.
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